
MASS SPECTROMETRYREPORT
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*MSD1 SPC, time=26.724 of Z:\20201216\2020-12-16----15-34-11------19.D    ES-API, Pos, Scan, Frag: 70
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Sample Description Instrument Agilent-6125B
Analyzed date: 2020-12-17 Probe: ESI Probe Bias: ＋4.5kv
Analyst: YU Nebulizer Gas Flow: 1.5L/min Detector: 1.5kv
Sample: 602511 CDL: -20.0v T. Flow: 0.2ml/min
M.W.: 3342.2 CDL Temp.: 250 oC B. Conc.: 50%H2O/50%ACN
Lot. No.: Block Temp.: 200 oC
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